Monthly Safety Inspection

North Carolina State Crime Laboratory
Physical Evidence Section - Firearms Unit

Version 2
Effective Date: 06/09/2014

Firearm and Tool Mark Section Monthly Safety Inspection

Date:
Item Inspected Location P/F Item Inspected Location P/F
Individual Offices

Eye Wash 1200B Eye Wash 1200C
Emergency Shower 1200B Emergency Shower 1200C
Hood 1200B Hood 1200C
Biological Hazards 1200B Biological Hazards 1200C
Chemical Hazards 1200B Chemical Hazards 1200C
Electrical Hazards 1200B Electrical Hazards 1200C
Eye Wash 1200E Eye Wash 1200H
Emergency Shower 1200E Emergency Shower 1200H
Hood 1200E Hood 1200H
Biological Hazards 1200E Biological Hazards 1200H
Chemical Hazards 1200E Chemical Hazards 1200H
Electrical Hazards 1200E Electrical Hazards 1200H
Eye Wash 1200N Eye Wash 1200BB
Emergency Shower 1200N Emergency Shower 1200BB
Hood 1200N Hood 1200BB
Biological Hazards 1200N Biological Hazards 1200BB
Chemical Hazards 1200N Chemical Hazards 1200BB
Electrical Hazards 1200N Electrical Hazards 1200BB
Eye Wash 1200V Eye Wash 1200Y
Emergency Shower 1200V Emergency Shower 1200Y
Hood 1200V Hood 1200Y
Biological Hazards 1200V Biological Hazards 1200Y
Chemical Hazards 1200V Chemical Hazards 1200Y
Electrical Hazards 1200V Electrical Hazards 1200Y
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Monthly Safety Inspection

North Carolina State Crime Laboratory

Firearm and Tool Mark Section

Version 1
Effective Date: 05/30/2013

Item Inspected Location P/F Item Inspected Location P/F
Eye Wash 1200AA Eye Wash 1200CC
Emergency Shower 1200AA Emergency Shower 1200CC
Hood 1200AA Hood 1200CC
Biological Hazards 1200AA Biological Hazards 1200CC
Chemical Hazards 1200AA Chemical Hazards 1200CC
Electrical Hazards 1200AA Electrical Hazards 1200CC
Eye Wash 1200FF Biological Hazards 1200FF
Emergency Shower 1200FF Chemical Hazards 1200FF
Hood 1200FF Electrical Hazards 1200FF

Section

Biological Hazards Section Walk-In Fume Hood 1200U
Chemical Hazards Section Flammables 1200U
Electrical Hazards Section Eye Wash 1200U
Housekeeping Section Emergency Shower 1200U
Extinguishers Hall Exinguishers | Ranee
%);g;igﬁ:gical Fire Hall In-Use Light Range
Hallway Clearance Halls Panic Bell Range
Emergency Exit Lights Halls Eye Wash Range
Emergency Exit Halls First Aid Kit Range
Clearance
In-Use Light Shoot Tank First Aid Kit Storage
Panic Bell Shoot Tank
First Aid Kit Shoot Tank Overhead Hood 1200EE
Comments: All fire exits are clear of obstructions and all placards are in use.
Signed: Date:
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