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Equipment Maintenance Log 
 Date: ___________________ 

 

Item Vendor Model S/N - ID 
Last 

Cal. 
Location Pass Fail 

Inspected 

By 
Repairs/Adjustments 

Downflow 

station 
Misonix FE-WS6 

WS09770

410 

 
Lab 

    

ALS Spex MC400 MC1396 
 

Lab 
    

ALS Spex MC400 MC1049 
 

Lab 
    

DFO Oven Sirchie  33778 
 

Lab 
    

Nikon D300 Nikon D300 3190926 
 

Lab 
    

Nikon D300 Nikon D300 3117918 
 

Lab 
    

Cyvac 

Atvac 
Payton 1800-40A 9131 

 
Lab 

    

Fuming 

Chamber 
Misonix CA6000 

CA04250

410 

 
Lab 

    

Scale 
Ohaus 

Galaxy 
G400KTV 6850 

July 

2014 
Lab 

    

Light Box Logan   
 

Common 
    

Desktop 

light box 
Logan 810/920  

 
Common 

    

APIS Spex Printquest 10188 
 

Common 
    

Video 

Comparator 
Sirchie FX10B  

 
Common 
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AFIS WS.1 Printrack AFIS 
2UA7450

RHW 

Monthly 
AFIS Lab 

    

AFIS WS.2 Printrack AFIS 
2UA7450

RHR 

Monthly 
AFIS Lab 

    

Nikkor 

Lense 
Nikon 18-55mm  

 
Lab 

    

Nikkor 

Lense 
Nikon 60mm  

 
Lab 

    

 

 


