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CHARLOTTE – MECKLENBURG POLICE DEPARTMENT 
Crime Laboratory – Biology Section 
Qiagen Digest Buffer  

 
Digest Buffer for Qiagen 

1. Required items: 
 
Tris-HCl, pH 7.5, 1M   1 ml 
EDTA, 0.5 M    2 ml 
NaCl, 5 M    1 ml 
20% (w/v) SDS    10 ml 
DI water    80 ml  
 
2. Instructions for Preparation: 
 
Mix the Tris-HCl, EDTA, NaCl, SDS, and DI water. 
 
3. Storage Conditions: 
 
Room Temperature 
 
4. Expiration Date: 

 
When the individual components expire, or twelve months after preparation, whichever comes first. 
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